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1.0 INTRODUCTION 

Infrared spectroscopy has long been recognized as an excellent tool for sensing and monitoring 
chemical species and thermal signatures. Applications appear in the semiconductor, utility, petroleum, 
chemical, transportation, medical and environmental industries, in R&D and in the military, the 
drawback is that infrared spectrometers and detectors are complex systems which are expensive 
($20,000 or more) and involve moving mechanical parts which must be maintained in careful 
alignment.   There is a need for low-cost (less than a few hundred dollars) devices which can be used in 

these applications. 

the innovation in this program is to combine two innovative micro-machining technologies presently 
under development to fabricate a low cost spectrometer on a single opto-electronic silicon chip. 

In a Department of Energy funded program[l], Advanced Fuel Research, Inc. (AFR) began 
development of a micro-machined graded interference filter (GIF) on a silicon chip, a device which 
provides the spectral information, but which requires an array of detectors to be useful as a 
spectrometer. Raytheon/TI Systems is developing a low-cost uncooled amorphous silicon 
microbolometer array technology [2,3] which is ideally suited to this application, the advantages of this 
combination are: 1) that the GIF array etalons provide the throughput advantages long recognized for 
Fourier Transform Infrared (FT-IR) (approximately half the infrared energy is incident on the entire 
detector array at all resolutions, as opposed to only the energy in a narrow filter bandpass for a 
dispersive or filter spectrometer); 2) the microbolometer array provides the detectors required for the 
GIF using a simple rugged low-cost technology; 3) all components can be fabricated using standard 
silicon foundry techniques, including most of the readout electronics; and 4) since silicon is the 
material of choice for both the etalon and bolometer arrays, the mating of the two should be 
straightforward. 

In this program, the goal was to combine AFR's silicon etalon array (GIF) technology with TI's 
uncooled micro-bolometer array to test the capability of these technologies as an infrared 
spectrometer. In Phase I, the approach was to fabricate the etalon array and bolometer array separately 
in a low resolution configuration and assemble them together with the appropriate optics to 
demonstrate the resolution and sensitivity of the spectrometer. In Phase II, we will continue this effort, 
increasing the resolution, and consider ways to integrate both the etalon and detectors arrays on a 
single chip or module using Raytheon's latest integrated microbolometer/readout array, and to extend 
the technology to imaging spectrometry. 

the team of AFR, and Raytheon/TI Systems, provides a strong research capability to address the 
questions in this proposal. AFR has long been a leader in infrared spectroscopic techniques, especially 
in Fourier Transform Infrared spectroscopy, leading to a spin-off company, On-Line Technologies, 
Inc., formed in 1991 for the purpose of commercializing these techniques through sales of FT-IR 
spectrometers and applications, especially in the semiconductor industry. AFR and On-Line have over 
13 patents directly related to IR spectroscopy and applications, including one on the graded 
interference filter [4] which represents part of AFR's contribution to this proposal. Raytheon's 
expertise in electronics, silicon foundry techniques, and integration of electronics with 
microbolometers makes this an exciting opportunity to capitalize on a market for gas sensors. As an 
indicator of the commercial potential of these concepts, Raytheon/TI Systems has invested over $2 
million to date on a-Si microbolometer technology including this project, and will spend over $700,000 
this year on commercialization of this technology. They are currently transitioning to prototype 
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2.0 PROGRAM OBJECTIVES 

2.1. Overall Objectives 
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3.2 Task I. Design and Fabricate Etalon Array to Integrate with Bolometer Array 

To fabricate an etalon array with the appropriate geometry to mate with TI's 64-channel bolometer 

array. 

the fabrication of the etalons consisted of three steps: 

1. Design and preparation of photomasks 
2. Patterning the silicon wafers with the etalon array. 
3. Etching the etalons to the desired thicknesses. 

3.2.1 Design and Preparation of Photomasks 

As mentioned above, it was decided to connect internally the pixels from Raytheon/TI's 256x78-pixel 
microbolometer array into 25 channels of 10x78 pixels. 

To start, we obtained the layout masks for the bolometer array from Raytheon/TI with the detailed 
dimensions, the pixels are arranged in 256 columns of 78 pixels each, the columns are internally 
interconnected into 128 pairs. Fig. 1 (page 22) shows the entire bolometer, the working copy of this 
figure, with the dimensions, is about 1 m long. Shown in Fig. 2 (page 23) is a closer look at 16 of 
these pairs of columns. Fig. 3 (page 24) shows a detail view of 4 pixels from one of these column 
pairs. For this program, these column pairs are interconnected in groups of 5, providing 25 channels of 
10x78 pixels. This leaves 6 unused columns. 

the etalon arrays for this program involved a minor scaling up from our previous work, since all the 
previous work had been done with 11mm square pieces of silicon, and this effort requires 17 mm 
squares. In order to proceed and to train a new employee in the process, we started with an array of 5 
etalons to cover the 25 bolometer superpixels. We generated the CAD file drawings, the negative 
paper masks (switching from 8.5x11 inch paper to 11x17 inch paper), and the photomasks. We 
modified the photoresist spinner to accept the larger samples. We prepared both paper and photomasks 
for 1x5 and 1x8 etalons to mate with the TI bolometer array. 

One area of concern is the strength of a silicon window, given by 

where m is the modulus of rupture (~9000psi for SI), / is the thickness, d is the dimension (width or 
diameter of the window, and/? is the breaking pressure, the constant of proportionality relating 
pressure is of order unity, and depends on whether the window is circular, rectangular, clamped or 
undamped, etc.. For the one mm square etalon used in Phase I, we have a t/d ratio of about 10", 
providing a strength of about O.Olpsi, which is very weak, indeed. When we reduce the etalon size 
down to the pixel size, the rupture pressure is about 4 psi, or a quarter of an atmosphere. However, 
even that would be for an isolated etalon. In the work in Phase I, we designed the etalons to have a 
support bar of full wafer thickness between each etalon. In order to leave this bar, within the design 
constraints of the superpixel size, we have determined that the parameters in Table I (page 55) are the 
only possibilities, the bolometer array in Phase I is arranged into superpixels of 4x78 pixels, which in 
turn are wired into channels. In Phase I, we chose 25 superpixels per channel because 1) an odd 
number is required in order to have the microbolometer leads come out of the package in a convenient 
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geometry for wiring, and 2) 25 channels wasted only 3 of the 128 superpixels in the array, while 
providing for 5 superpixels wired in series internally in the array, which gives a reasonable output 
voltage, the constraints on the etalon array, then, are 1) the bolometer array is internally wired to 
provide 25 channels of 5 superpixels each; 2) the silicon 111 plane at 54.7° means that the etalon pit 
has sloping sides; 3) We want each etalon to illuminate the same number of active channels. 

As can be seen from Table I, we are wasting a significant fraction of the active area of the bolometer 
array with this geometry. 

For Phase II, we can have the silicon wafers prepared with the desired thin nitride coating on both 
sides; the silicon wafer can be the thickness of the thickest etalon, and any additionally required 
support structure can be bonded to the thin wafer. This procedure would allow the support structure to 
be designed without necessarily being limited by the <111> plane of the Si. For example, the support 
structure could be fabricated using any of several techniques, such as reactive ion etching, or various 
laser methods. Such improvements in fabrication are almost certainly required in order to achieve the 
fill factors to match the microbolometer array. 

Table II (page 56) shows the design rules for the paper mask and photomask preparation. 

Figs. 4 and 5 (pages 25 and 26 ) show the masks used. 

3.2.2 Patterning of Etalons 
We have successfully fabricated the 1x5 etalon array, demonstrating that the scale-up from our 1-cm 
previous experimental setup to the 2-cm setup is correct, and that the new employees were able to 
perform all the steps. 

the patterning process sequence is shown in Table III (page 57). 

Each iteration of this part of the process takes a minimum of an hour: 10 minutes to clean the wafer, 30 
minutes to bake the wafer to dryness, 10 minutes to apply the photoresist and print it, 15 minutes hard 
bake for the photoresist, and 5-10 minutes to print through the silicon nitride. Many of these steps can 
be interleaved with multiple samples. 

3.2.3 Etching of Etalons 

Once the pattern is etched into the etalon, at this point we have a 1x5 thick etalon set: the thickest 
etalon is the full thickness of the starting wafer, with the remaining etalons in the array each 
approximately 1 u,m deeper than the previous. At this point, it is necessary to thin the entire array 
down to the desired thickness (typically lu.m for the thinnest). This takes a total of about 90 minutes 
using 30 wt% KOH at 90°C. 

One problem encountered early on was that when we prepared a fresh batch of the 30 wt% KOH water 
solution, we were unable to obtain smooth etches of the silicon. By dissolving 10 wt% of Si in the 
KOH (to simulate the estimated loading of the old batches) the etching once again became smooth. 
For the 30-90 second etches required for the initial patterning, this roughness was not a problem, but 
for the 90 minute etch to get to the final thickness the roughness becomes excessive. A recent 
publication [5] demonstrates that the use of ultrasound agitation to remove the bubbles which form on 
the silicon greatly improves the smoothness. For our purposes, at least with the etalon configuration 
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used in Phase I, however, the etalons are too fragile to tolerate any ultrasound or even vigorous 

shaking. 

We have prepared a number of the 1x5 etalon arrays and tested them. Several are of excellent quality. 
These are all etched to a thickness increment of about 12 u.m. This is done in several steps: first the 
sequence of photolithography to pattern and etch each etalon to the lu.m spacing through the silicon 
nitride mask, followed by patterning the backside nitride to expose the entire etalon area for further 
thinning. We found that the backside nitride can be patterned by using black vinyl electrical tape to 
mask the areas which shouldn't be etched by the 49 wt% HF at room temperature. Not all brands of 
tape work, however. We found one that does work is Tartan 1710 by 3M Office Products, (the more 
commonly available 3M #33 or #88 tapes don't work), the approach is to remove 90% of the 
remaining thickness in any one step in order to avoid overshooting the goal.   (Ten percent variations in 
etch rate are common, due to temperature variations),   the entire etalon array is thus thinned from 
about 400u.m to 40u.m in one step, the etalons are measured using FT-IR to determine how much 
additional etching is required, the next steps will be to thin to 12|im, and then to the final lu.m. 
Shown in Figs 6-8 (pages 27-29) are the transmission fringe spectra for three etalon arrays after the 
second etch. 

A second approach pursued in this Task was to have an etalon prepared by Revise, Inc using their 
halogen-based laser etching technique. They are able to obtain 1-5° wall angles, with 30nm surface 
roughness on the pit bottoms. These specifications should be ideal for our application, and would 
allow for much better fill factors than those shown in Table I. Preliminary measurements on two 
etalons prepared by Revise show some promise. A larger etalon of lxl mm gave a measured depth of 
40 fim with marginally adequate finesse. This etalon was etched using a higher power fast etch which 
should be somewhat rougher than optimum. A second 20x20u.m hole was too small to measure with 
our present setup. This promising option should be pursued further. Figure 9 (page 30 ) shows these 
patterns, and Fig. 10 (page 31) shows the transmission spectrum obtained using the larger hole. 

3.3 Task II. Fabricate Bolometer Array 

To fabricate and deliver to AFR two 64 channel amorphous silicon microbolometer arrays. 

As discussed in Task I, early in the program, Raytheon/TI provided detailed layouts for the bolometer 
array so that the etalon design could proceed. Raytheon/TI modified the masks to provide a 25 channel 
microbolometer array and delivered two of these, together with a socket fixture for mounting the 
bolometers. Fig. 11 (page 32) shows a photo-micrograph of these pixels, and Fig. 12 (page 32) shows 
the package including the vacuum lid. These were packaged with an IR-transparent Ge lid (Fig. 13, 
page 33)   In addition, Raytheon/TI supplied the schematics for the electronics for the bias and readout 
circuits. 

Tables IV and V (pages 58-59) show the specifications for the two delivered bolometers. 

3.4 Task III. Integrate Etalon and Bolometer Arrays 

To construct and assemble the optics, gas cell, etalon array, and microbolometer array into a working 
spectrometer. 

In this Task, we assembled a spectrometer which can double as a test fixture for the etalons and 
bolometers. In addition to the mechanical and optical design aspects of this, it is also necessary to 
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completely characterize the etalon optical transmission properties, since the exact transform needed to 
obtain an infrared spectrum from the bolometer readings depends on these properties. Thus this Task 
has 2 subtasks: 

• FT-IR characterization of etalons 
• Design and Construction of Spectrometer/Test fixture 

3.4.1 FT-IR Characterization of Etalons 

3.4.1.1 Background   (This section is based on the same section from the Phase I proposal) 

the basic idea behind the graded interference filter (GIF) is similar to Fourier Transform Infrared 
Spectroscopy (FT-IR) in that the IR spectrum is modulated by a series of periodic intensity envelopes, 
the spectrum is recovered by a mathematical transform, and they are both high optical throughput 
methods. In the case of conventional FT-IR, each wavelength is modulated in time by a unique 
cosinusoidal envelope using a moving mirror Michelson interferometer, and these modulated 
waveforms are added together and detected by a single detector, the resulting time sequence is the 
interferogram. Because the modulation is a cosine function, the original spectrum can be recovered by 
a straightforward inverse Fourier transform. In the case of the GIF, a series of etalons is used to 
modulate the incident spectrum with a wavelength-periodic transmission function defined by the fringe 
pattern of the etalon. Using a sufficient number of etalons, each with its own detector, the sequence of 
measurements from each etalon again provides an interferogram which can be mathematically 
transformed to recover the original spectrum. In both cases, a significant fraction (~ 1/3 to 1/2) of the 
light incident on the spectrometer is detected and used to measure the spectrum. This is in contrast to a 
diffraction or filter spectrometer where only the very narrow scanned bandpass is incident on the 
detector during the measurement of each wavelength. This large light throughput is significant since 
directly improves the signal-to-noise for a given spectral measurement time. 

Our design is based on the Fabry-Perot (FP) interferometer, in which each etalon receives the same IR 
beam [4,6]. Each FP etalon has a unique thickness and hence etalon fringe pattern, the fringe- 
modulated IR is passed to an array of broad-band IR detectors (such as bolometers) [7,8], in one-to-one 
correspondence with the etalon array, the detectors integrate the spectral bandwidth, and the array of 
output signals can be made to correspond to an interferogram of the incident IR spectrum [4-8]. This 
interferogram together with the knowledge of the detailed fringe patterns of the etalon array is then 
transformed to recover the original spectrum. Low-doped or cryogenic silicon wafers are suitably 
transparent over much of the IR spectrum, and the high index of refraction of silicon assists in some 
aspects of the design of our device. We have run detailed simulations of the system, which have 
revealed a number of design features. For example, the spectral fidelity of the entire spectrometer is 
improved by not using high-finesse etalons, a factor which simplifies fabrication, the total array area 
need not be more than a few square centimeters [4]. A bandpass filter is required to eliminate aliasing 
from spectral features outside the region of interest. 

the optical function of the etalon array is similar to that of a single etalon in step-scan mode, but the 
array performs all interferometry at each step position simultaneous in time and parallel in space 
[9,10]. Simulations of models with 256 etalon elements indicate that excellent calculated spectra 
(inverse transform) can be obtained for realistic fabrication design choices,   the choice of the series of 
etalon-plate thicknesses across the array is critical. Essentially, the thinnest plate must have fringes 
wide enough that one fringe will span the IR-spectral bandwidth of interest, i.e., the series fundamental 
in the transformed representation, and each subsequent etalon is an integer multiple of the first, adding 

10 
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one more fringe in the bandpass, analogous to a Fourier series.   Note that this implies that all the 
resolution elements are in the bandpass of interest, in contrast to FT-IR, where the resolution is spread 
over the full zero to maximum frequency. High finesse results in fringes that are so narrow that some 
spectral portions of the bandwidth are not well sampled by any of the etalons in a finite number of 
array elements.   Figure 14 (page 34) illustrates an example of transmission fringes for an array of four 
etalons for use in the 600 to 750 cm"1 band, the transmission 7/(n) through an etalon is given by Airy's 
formula [11], which is of the form: 

T(v)oc {1+F(v)sin2(7tndv)}"2 (1) 

To gain insight into the effect of design choices, such as the series of thicknesses and the finesse, we 
have run numerous simulations. As an example, for the IR band of 2000 to 4000 cm-1, a 256-element 
array will have the computed transform spectrum and the original spectrum within -1% for an incident 
Lorentzian line with FWHM of 25 cm"1 as shown in Figure 15 (page 35). Figure 15 shows the results 
for simulations for 16, 32, and 64 etalons. For an array of 8 etalons, the two peaks at 2400 and 2600 
cm"1 are not resolved, but they are distinct from the peak at 3500 cm"1. As can be seen from Fig. 15, the 
16 element array barely resolves the first two peaks, and with 64 elements, the resolution is excellent, 
and Pi is within 8% of Ij. With 128 elements, the accuracy is within 1%. Incidentally, there is no 
requirement that the number of elements be powers of 2. 

We have found that techniques such as apodization and Fourier filtering of the interferogram can 
improve on the overall transform quality by minimizing the usual artifacts due to aliasing and spectrum 
truncation. Recently, while simulating some of the actual fabricated etalons which have only 
approximately the correct thicknesses, we observed that the aliasing problem is greatly improved by 
having etalons which are slightly off from the integer multiples. Table VI (page 60) shows the etalon 
thicknesses used. 

Fig. 16a (page 36) shows the transmission from the etalons with thicknesses listed in Table VI as 
"Target Size". These are the same ones shown in Fig. 14, but over a different spectral range. Note 
that, in contrast to the data in Fig. 14, the fringes do not start at 1.0 at the start of the bandpass. This is 
because this is an etalon set designed for the range 600 to 750cm"1, being used in the range of 800-950 
cm"1. Fig. 16b (page 36) shows the first four etalon transmission spectra for the thicknesses shown as 
"Actual Size" in Table VI. Fig 16c (page 36 shows a spectrum with the computed spectrum, for the 
"Target" etalon set, while Fig. 16d (page 36) shows the same curves for the "Actual" etalon set. the 
peak near 925 cm"' is an artifact due to aliasing.    By varying the first few etalon thicknesses, the 
aliasing is greatly diminished, as shown in Fig 16d. the tradeoff appears to be increased noise (or 
decreased signal/noise ratio) in the proper bandpass (600-750cm"') in exchange for improved 
performance at all frequencies, the overall usefulness of the spectrometer is improved by breaking the 
symmetry of the etalon set.   Other simulations using this type of etalon set demonstrate that as long no 
two etalons are identical in thickness, transform errors are not a problem. In particular, the two etalon 
thicknesses can be within 5% of each other before errors in transform spectra increases by 5% over the 
ideal case. 

the tradeoffs between the FT-IR and the GIF spectrometers are that the FT-IR requires only a single 
detector, and the modulator (a Michelson interferometer) provides purely sinusoidal modulation, but 
requires highly accurate, delicate and costly moving mirrors; while the GIF system requires one 
detector for each etalon, and the modulation functions contain undesirable higher order harmonics, but 
has no moving parts. 
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In addition to the significant thoughput advantage that all transform spectrometers have over filter or 
dispersion spectrometers, there are several signal losses and noise sources which affect FT-IR but do 
not affect GIF: 

1) Fewer optical elements in the optical path 

2) Large dynamic range required by the FT-IR by virtue of the centerburst feature, the GIF 
has an even spread of energy across the detector elements, and they all have similar dynamic 
range requirements. This can potentially lead to about a ten-fold SNR improvement. 

3) Sampling errors can occur if the FT-IR mirror velocity is not accurately maintained. This 
puts a large burden on the opto-mechanical design and construction, and is a major factor in 
the cost of an FT-IR. 

Based on the simulations, the design properties of the etalon array are as follows: 
There is one open hole (totally transparent) etalon to serve as a reference. 
the thinnest etalon has a full half-fringe over the bandpass required. 
Subsequent etalons are integer multiples of the thinnest (analogous to Fourier series). Each such etalon 
divides the bandpass into resolution elements. Thus N etalons divide the bandpass into N resolution 
elements (resolution = 1/N bandpass). 
(Tentative) These etalons should not be exact integer multiples of each other, in order to allow use 
over a continuum of frequencies. 
the etalon/detector array requires a bandpass filter over the entire array to prevent aliasing. 

3.4.1.2 - Basic Algorithm for GIF transform - (the initial derivation of the Equations in this Section 
was done on the DOE Phase IIprogram[]].)   In this section, we derive the algorithm for the GIF 
transform in more detail than the discussion above in order to introduce the Fourier filtering in a 
natural way, and to make clear what information needs to be measured as part of the etalon 
characterization, and how this information is used in practice. A block diagram of the problem we 
need to solve is shown in Fig 17. We have a source, E(v), several transmission blocks (filter, etalons, 
sample, various path corrections), x, and a detector array, R(i,v). the spectrum as measured through 
this system is given by: 

5(/)v) = £(v)*T/,(v)*x/(v)*T5(v)*Tr(/,v)*Ä(/,v)        z = 0,M-l (1) 

In practice, we measure the ac voltage produced by each detector as the energy source, E(v) is 
modulated by a chopper. This voltage is proportional to S(i,v) integrated over all frequencies, v. For 
testing and characterization of the etalons and detectors, we can measure each of the factors in Eq 1 
using an FT-IR. Performing the integral, and grouping the factors into known and unknown quantities, 
we have 

J    [£(V)*T>)*MV)*^(V)**O(V)]: 

all _ frequencies 

T/(V)**/(V)' 

*o(v) 
dv z = 0,M-l(2) 

the quantities in the first square bracket are all unknowns, while S;, and the quantities in the second set 
of brackets are all measurable properties of the etalon/detector array, the factor Ro(v) is the detector 
response of the 0th detector, which has no etalon. Normalizing the factors by this quantity should help 
to minimize the effects of detector drift. Note that this particular partitioning is not unique, and other 
partitions may be more useful for different applications, the quantity in the first bracket is the usual 
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single beam energy spectrum measured in FT-IR, and once we have extracted this quantity, we have 
reduced the problem to the usual FT-IR analysis. In particular, we can measure this quantity both with 
and without a sample, and ratio the energy spectra to obtain the transmission of the sample. To invert 
this equation, we use the standard trick of expanding the quantity in the first bracket into a basis set 
(for example, a fourier series, or any other convenient basis set). Define 

e(v) = £(v)*x»*T/(v)*T»*Ä0(v) (3) 

and 

(v) = ^(v)**,(v) i = 0,M-l (4) 

and assume that the etalon spectra are linearly independent, and therefore span the vector space. We 
can then define a basis set as: 

M-\ 

e(y) = YJCk-tk(v) (5) 

where the tk (v) are the basis vectors, and the ck are the coefficients. If this is a Fourier set, then the ck 

are the usual interferogram. It is equally valid to use the etalon spectra themselves as the basis set. 
Substituting Eqs. 3 and 5 into 2, and interchanging the order of summation and integration, we have 

S,=Iq.Jr>)-7;.(vMv (6) 

Since, the basis set must have the same number of vectors as the number of etalons, including the 
empty etalon, the integral is a square array, Zkj, and if the etalon spectra are linearly independent, as 
well as the basis set being linearly independent, then this square matrix will have an inverse, Z''ik. 
Furthermore, this matrix contains only known quantities: the etalon spectra perhaps scaled by the 
detector responsivities, and the basis set of spectra. As indicated in Eq. 6, each element in the matrix is 
the inner product of two spectra, an etalon spectrum and a basis spectrum (which may be the etalon 
spectra themselves). 
Using this inverse matrix, 

ck=YJz;;.s, (V) 

Substituting Eq. 7 back into Eq 5 provides the desired single-beam energy spectrum. 

In summary, then, the procedure is 

• Measure T,(v) as part of the characterization of the instruments. This need only be done once, and 
assumes that the entire etalon/detector array is uniformly illuminated by the source, and that the 
responsivities do not drift. 

• Define a basis set, t,(v), to use in the inverse transform. We have found the best results are 
obtained by using the etalon transmissions themselves. 

• Form the transform matrix, Zn = I Tlk TkJ and its inverse Z-' as indicated above. These matrices 
are an integral part of the spectrometer, just as the matrices of cosine functions are an implicit part 
of an FT-IR. 

At this point one has the basic information one needs to use the spectrometer, the measurement 
sequence is then: 

13 



DGH/dlh 526048 - F49620-97-C-0050 final report 08/18/98 9:40 AM 

With no sample in place, measure all the bolometer signals, Sf, the Background signal. 
With a sample in place, again measure all the bolometer signals, Sf, the Sample signal. 
Calculate the "interferograms", c,s and cf, using Eq. 7. and the known Z-,j'. 
Calculate the single beam energy spectra, eB(v) and es(v), using Eq. 5. and the known t's. 
Calculate the sample transmission spectrum, x(v), as the ratio of the sample/background single 
beam spectra. 

3.4.1.3 - Characterization and Measurements of 1x5 Etalons 

During the course of this program numerous wafers were prepared to test various aspects of the etching 
and fabrication process, 8 of which resulted in potentially useable etalon sets, the first two sets of 1x5 
etalons were thinned to nominal thicknesses of (9,11,13,15,16 u.m) before being broken in handling in 
attempting to thin them down to 3 ^m. the next batch of 6 sets of 1x5 etalons were all thinned to the 
60 urn level, the first one (DGH01) of these had only 4 etalons, due to a misalignment of the mask, and 
fractured with gentle shaking while cleaning for further thinning. It had approximate thicknesses of (7, 
9, 11, 12 \xm). the thinnest etalons on the next two (DGH02 and DGH03) were etched through in 
thinning to the next level, the last three (DGH04, DGH05, and DGH06) were thinned to minimum 
thicknesses of 12 \xm, and in the interest of not destroying the last available etalons, it was decided to 
use them at that thickness and demonstrate the operation of the spectrometer with them, the "missing" 
thin etalons can be simulated with calculated ones. 

the transmission spectra for etalon sets DGH04, DGH05, and DGH06 are shown in Figs 6-8 (page 27- 
29). the transmission spectra for the two bandpass filters used are shown in Fig. 18 (page 37). These 
spectra, together with a few simulated spectra for "missing" etalons, are the data required to use the 
spectrometer. In practice, the bandpass spectra cancel out of the calculation, so that the end-user can 
supply his/her own filter without needing detailed bandpass spectra. 

3.4.2 Design of Spectrometer/Test fixture 

As indicated in Fig. 17 (page 36), the spectrometer requires a source, a bandpass filter, an optional gas 
cell or sample holder, the etalon array, the bolometer array, and the appropriate electronics and data 
acquisition system. Since the detector is a bolometer, a chopper is required to modulate the light for 
detection. For this Task, we used one of On-Line Technologies standard sources, which is a 2mm x 
4mm rectangular source. As shown in Fig. 19 (page 38), the radiation from this source is incident on a 
50.8mm off-axis parabolic mirror, which provides an expanded parallel beam which passes through the 
optional gas cell to a second 50.8mm off-axis parabola. This second parabola brings the radiation to a 
focus where the chopper is located. For testing, we use a small piece of ABS plastic as a sample, also 
located near this focus,   the light is then refocused onto the detector array. In order to ensure that the 
detector is properly illuminated, ray-tracing simulations were performed as indicated in Fig 19. Figs. 
20-22 (pages 39-41) show the rays leaving the source, at the center aperture (chopper), and at the 
detector. As can be seen from Fig. 22, the source is nicely imaged onto the 3.2mm x 13.0mm detector 
array,   the final system is shown in Fig. 23 (page 42).   the etalon array and the bolometer array are 
mounted on XY micro-manipulators, with the etalon array as close to the bolometer array as possible. 

For testing purposes, we used a simple bolometer biasing circuit provided by Raytheon/TI, a gain of 
100 pre-amplifier with a 6 db/octave boost to compensate for the bolometer 6db/octave rolloff, feeding 
a lock-in amplifier, the 25 channels of the bolometer were connected parallel into 5 groups of 5 
channels each to match with the 5 etalons. 
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3.5 Task IV. Test and Evaluate System 

Using several IR absorbing gases and demonstrate the sensitivity and resolution of the spectrometer. 
Compare spectrometer with competing technologies with regard to cost and range of application. 
Consider methods and possibility for integrating the two arrays on a single silicon wafer. 

For initial testing of the instrument, rather than using a gas cell that must have the concentrations of 
gases maintained stable over time in order to compare different aspects of the instrument, we used 
instead the two bandpass filters, the broader of the two (783cm': to 1053cm"1) served as the BP filter 
in spectrometer to prevent aliasing, the narrower filter (872 cm"1 to 1000 cm"1) served as a sample. 
Since we have only 5 resolution elements, this should serve as a suitably broad spectral feature. 
These particular bandpass filters were used because they were available in the laboratory at no cost, 
and are suitable for these tests. 

the procedure for obtaining a spectrum, based on the discussion and algorithms in Task III, is to 
measure the signal from each bolometer/etalon channel with and without the sample in place. For 
testing purposes (to allow us to construct intermediate results and check for various path corrections), 
we also measured these signals with and without bandpass filters for etalon set DGH04, DGH05, and 
no etalon. Table VII (60) shows the raw data obtained for these cases. 

In analyzing this data, we observed that there is possible clipping (vignetting) due to the insertion of 
the BP filters into the optical path, (thus T/V) = xf/v) in Eq. 2.)   This means that the partitioning of 
the spectral components in Eqs. 3 and 4 need to be modified. If we assume that this vignetting is 
frequency independent, then we can write that yjv) = T/V)* ß„ where ß, is the clipping factor for each 
etalon. A similar observation applies to the detector sensitivities, in that we need to assume that the 
spectral responsivities of all bolometer channels are the same to within a scale factor, i.e. R/v) = R0(v) 
* a,, where a, is a multiplicative gain factor for each detector. 

Using this in Eq. (2), we obtain 

S;=        J[£(v)*t/>(v)*T/(v)*Ti(v)*i?0(v)]*[T,(v)*a,*ß,>v        i = 0,M-l (2) 
all ^frequencies 

where the a and ß's are the geometry/responsivity factors for the particular configuration, and the 
corrected signals are 

C-   s 

''    «,*ß, 

Choosing the center detector as R0, and the unblocked (no BP filter) as the T/V), we then obtain the 
following Table VIII (page 61) of correction factors. 

With these correction factors, the corrected signals for the various cases become 

Inspection of this data highlights a problem: with the chopped bolometer signals, we are interested 
only in the changes from a baseline with changes in sample. In taking this data with a lock-in 
amplifier, the last decimal place in the Tables was quite stable (i.e. the signal reproducibility was ±0.1 
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is chosen badly as in Fig. 30 (page 49), the noise is somewhat greater (for a starting point of 720 cm"', 
the noise figure is about 40% greater) as shown in graph C. 

Effect of Missing Etalons 

Analysis of the T5 data set illustrates some additional points. Using just the "high-frequency" etalons 
of the T5 data set as in Fig. 31, graph B (page 50), broad features cannot be described, just as in Fig 28. 
When set T7 is used (T5 augmented with all the low frequencies) the broad feature is completed 
reproduced as in Fig. 32 (page 51). A narrow feature can be detected with just set T5 (Fig. 33, graph 
B, page 52), but its low frequency components are missing. If we add the low frequency back in (using 
set T7), this narrow feature is more completely described (Fig. 34, graph B, page 53).   Finally, using 
only the low frequency artificial components as in Fig 35 (graph B, page 54), the fit is much worse, 
since a narrow feature doesn't have much low frequency information. 

4.0 CONCLUSIONS 

the Phase I project has successfully demonstrated that the graded-interference-filter (GIF) spectrometer 
design concept is feasible, and that the GIF etalon arrays and the a-Si microbolometer arrays from 
Raytheon/TI Systems are compatible. During the course of this project, we have fabricated 11 test 
etalon sets, of which 3 resulted in set suitable for mating with the microbolometers. Two 256x78 
microbolometer arrays were fabricated, wired internally into 25 channels of 10x78 pixels each. Both 
of these microbolometer arrays were tested successfully, one of them with several of the etalon sets. A 
spectrometer/ test fixture was assembled containing an infrared source, focusing optics, provision for a 
gas cell, micromanipulators for the etalon and microbolometer arrays, biasing and signal conditioning 
electronics, and a chopper/modulator for the bolometers. 

In this project, we evaluated several designs with variations from ideal: incomplete etalon sets, etalons 
sets with thicknesses differing from the design target thicknesses, and the effect of differing bandpass 
filters in the optical path. This was done by defining and implementing the detailed algorithm for data 
acquisition and transform in a LabView program. This allowed the testing of actual data and simulated 
data, as well as combinations of both.   These analyses suggest that "incomplete" etalon sets will be 
useful in specialized applications. 

Further work is needed in improving the yield of etalons, in better signal conditioning electronics 
(particularly a nulling arrangement for the chopped bolometer signals), and in the area of simulations 
to determine the best thicknesses for the etalons. These areas can all be addressed in Phase II. 

5.0 PLANS FOR PHASE II 

the near-term objective in Phase I of the program was to demonstrate the feasibility of the spectrometer 
on chip by mating the two array chips (GIF etalons and detectors) together, the long term goal (Phases 
II and III) will be to develop an imaging spectrometer on a chip, using two-dimensional arrays, with 
one dimension used for spectral information, and the other for spatial (ID) information, with integrated 
sensor, etalon, and readout electronics for scanning an image. 

the team of AFR and Raytheon/TI Systems, provides a strong research capability to address the 
questions in this proposal. AFR has long been a leader in infrared spectroscopic techniques, especially 
in Fourier Transform Infrared spectroscopy, leading to a spin-off company, On-Line Technologies, 
Inc., formed in 1991 for the purpose of commercializing these techniques through sales of FT-IR 
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spectrometers and applications, especially in the semiconductor industry. AFR and On-Line have over 
13 patents directly related to IR spectroscopy and applications, including one on the graded 
interference filter [12] which represents part of AFR's contribution to this proposal. Raytheon's 
expertise in electronics, silicon foundry techniques, and integration of electronics with 
microbolometers makes this an exciting opportunity to capitalize on a market for gas sensors. As an 
indicator of the commercial potential of these concepts, Raytheon/TI Systems has invested over $2 
million to date on a-Si microboiometer technology including this project, and will spend over $700,000 
this year on commercialization of this technology. They are currently transitioning to prototype 
production for a-Si microbolometers. A Phase III commitment has been obtained from On-Line 
Technologies, Inc. 

Pollution and air quality, both indoor and outdoor, are significant environmental and public health 
issues which continue to be of considerable public concern. Pervasive legislation and regulation in the 
environmental, health and worker safety areas are creating worldwide market windows for gas sensor 
technology to monitor air quality. Cost and gas specificity are key gas sensor requirements which are 
driving technology development towards multichannel gas sensor solutions. Infrared gas sensors based 
on infrared absorption spectroscopy offer high selectivity and sensitivity for the identification of many 
chemical compounds thereby offering real time multichannel gas monitoring capability for 
environmental gas sensor applications which include indoor air quality monitoring and continuous 
emissions monitoring. For these applications, infrared gas sensors must be compact, low cost, 
environmentally rugged and producible in high volume, the combination of AFR's GIF spectrometer 
with TI's uncooled amorphous silicon (a-Si) infrared microboiometer technology addresses these 
needs, the fabrication of both devices employ conventional silicon processing techniques compatible 
with low cost, high volume production in a silicon foundry. In addition, TI's microbolometer-based gas 
sensor approach further reduces cost by avoiding temperature stabilization and employing low cost 
vacuum packaging. TI's gas sensor approach also has military application in the detection and 
identification of chemical agents and toxic gases which are continuing and pervasive military and 
security threats in both battlefield and civilian environments. 

AFR's present efforts are focused on developing future products which: a) have a high market 
potential; and b) capitalize on AFR's technology strengths. Four business focus areas have been 
selected:  1) Smart early warning hazard sensors for industrial and residential applications; 2) 
Environmental sensors for remediation activities, 3) Technology for hydrocarbon conversion and 
combustion, and 4) Medical diagnostic test equipment. At present, projects which enhance On-Line 
Technologies commercialization activities in FT-IR instrumentation are given priority. This proposed 
Phase II program to combine AFR's GIF spectrometer with TI's uncooled microboiometer array 
to create a spectrometer without moving parts directly fits into AFR/On-Line's immediate 
market plans. 

Raytheon is developing a complete product line of a-Si-based microboiometer sensor and sensor 
system products. It is stressed that the a-Si microboiometer sensor technology is a surface 
micromachined Si MEMS technology approach. In addition, the a-Si microboiometer fabrication 
process is a Si MEMS and Si CMOS fab-compatible process. As such, a-Si microboiometer wafers in 
full scale production will be fabricated in a commercially oriented, high volume Silicon Foundry which 
offers the technology path for the manufacture and supply truly low cost infrared detector chips in 
large volumes. With regard to manufacturing, a-Si microboiometer array transition to manufacturing 
is presently funded by Mr. Raymond Balcerak under the DARPA ETO Infrared Focal Plane Array- 
Flexible Manufacturing (IRFPA/FM) Program (Contract #F33615-93-C-4320). Furthermore to 
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achieve low cost vacuum packaging, Raytheon is developing high volume wafer-level vacuum 
packaging technology under the Vacuum Packaging for MEMS Program (Contract #F30602-97-C- 
0127) funded by the DARPA ETO MEMS Program (Dr. Elias Towe, Dr Al Pisano). 

Raytheon is targeting multiple dual use applications for a-Si microbolometer sensors and sensor 
system products, the strategy employed is the leverage both commercial and government marketplaces 
to increase volume production of a-Si microbolometer chips/packages thereby reducing chip/package 
cost. This strategy is identical to the approach used so successfully in the Si microelectronics industry. 
Raytheon's present product line development includes prototype a-Si microbolometer-based sensor 
engines for medical monitoring applications as well as environmental gas monitoring applications 
which are being developed under proprietary commercially funded programs. Prototype Raytheon 
environmental C02 and CO systems are in the field at present. Raytheon is now applying its gas sensor 
system technology to chemical agent sensor applications. 

Under the Autonomous Networked Tactical Sentries (ANTS) Program (Contract #F04701-97-C-0016) 
funded by DARPA TTO (Dr. Ed Carapezza), Raytheon has also demonstrated a prototype snapshot 
mode, low cost, low power 15x31 Micro Infrared Camera (MIRC) for unattended ground sensor 
applications. In addition, the 15x31 array is also slated for production for use in industrial process 
monitoring and diagnostics applications. Under the ANTS program, the 15x31 array is presently being 
upgraded to a 120x160 array for improved resolution and field-of-view. 

the proposed Phase II will be carried out in five Tasks: 

Task I. Define Integrated Package Design(AFR and Raytheon). To determine the design 
parameters for an integrated etalon/bolometer/readout package suitable for ID or 2D spectroscopic 
applications. 

Task II. Fabricate Microbolometer Array (Raytheon) - To fabricate and test amorphous silicon 
microbolometer arrays with integrated readout electronics for integration with etalon array. 

Task III. Design and Fabricate GIF Etalon Array (AFR) - To design and fabricate the GIF etalon 
array for integration with microbolometer arrays. 

Task IV. Assemble and Test Integrated Package and Spectrometer Systems. (AFR). Assemble 
spectrometer systems with GIF/Bolometer arrays and associated optics. 

Task V. Test and Evaluate System - AF13R will perform detailed infrared/spectroscopy 
characterization tests.   Using several IR applications, demonstrate the sensitivity and resolution of the 
spectrometer. Compare spectrometer with competing technologies with regard to cost and range of 
application. 

6.0 PERSONNEL SUPPORTED 

Personnel Supported or associated with this program: 

Dr. David G. Hamblen - PI, AFR 

Dr. Thomas Schimert - Raytheon/TI Systems 

Mr. Ka Wa Chu - Technical Staff AFR, cooperative student from Cornell University. 
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Ms. Marie DiTaranto - Technical Staff AFR 

Mr. Robert M. Carangelo - Consultant and co-inventor of the GIF design. 
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Appendix A: Figures 

Figure 1. Phase I 256x78 Array with 25 Spectral Channels 
Using Direct Address Bondpad per Channel. 
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SINGLE 4X78 
CHANNEL 

SPECTRAL FILTER GRADIENT DIRECTION 
Figure 2.  16 Columns of the 64 channel Microbolometer Array Layout. 
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ACTIVE AREA 

CONTACT 

SHARED LEG 

INTERCONNECT 

REFLECTOR 

Figure 3. Detailed view of 4 pixel elements of a single superpixel array. 
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Figure 4. Layout of the Paper Masks for the 1 x5 Etalon Array, showing the 5 separate masks used. 
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500 1000 1500 
Wavenumbers (cm-1) 

500 1000 1500 
Wavenumbers (cm-1) 

500 1000 1500 
Wavenumbers (cm-1) 

1000 1500 
Wavenumbers (cm-1) 

1000 1500 
Wavenumbers (cm-1) 

Figure 6. Transmission Spectra for the Etalon Set 
DGH04 showing the Fringe spacing. 
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Figure 7. Transmission Spectra for the Etalon Set 
DGH05 showing the Fringe spacing.. 
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Figure 8. Transmission Spectra for the Etalon Set 
DGH06 showing the Fringe spacing. 
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Figure 9. Photomicrograph of Holes Etched Using the Revise, Inc. Process. 
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Figure 10. Transmission Spectrum of the Etalon Etched with the Revise, Inc. Process. 
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Figure 11. a-Si Suspended Membrane 50 urn Microbolometer Pixel Elements. 

Figure 12. 84 pin Large area Ceramic Vacuum Package 
with IR Transparent AR-coated Ge Lid. 
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Bolometer IR Window file: BOLOIR.spa 
FriJul 11 08:44:41 19B7 
Number of sample scans: 32 
Number of background scans: 32 
Resolution:   4.000 
Sample gain: 8.0 
Mirror velocity: 0.6329 
Aperture: 4.00 
Detector. DTGS KBr 
Beamsplitter KBr 
Source: IR 

6 8 10 
Wavelength (micrometers) 

12 

n 

14 

Figure 13. AR Coated Ge Lid Transmittance. 
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Transmission Examples 

Figure 14. Transmission fringes for an array of four 
etalons showing the thinnest with one-half 
fringe through the thickest with 2 full fringes. 
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Figure 15. Simulated spectrum and transformed reconstruction of simulated spectrum for the 
frequency range 2000-4000 cm"1, with a) 16 etalons, b) 32 etalons, and c) 64 etalons. The 
solid curve is the simulated spectrum, the x's are the reconstruction without apodization, and 
the boxes are with apodization. 
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b) First four transmission fringes for set "Actual" in Table VI; c) Input and transform spectra for "Target" 
etalon set; and d) Input and transform spectrum for "Actual" etalon set. 
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Figurel7.   Block Diagram of Spectrometer-on-a-Chip. 
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Figure 18. Transmission spectra for bandpass filters used. 
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Figure 19. Top View of Optical Layout of Spectrometer for Ray Tracing Analysis. 
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Figure 20. Ray Tracing analysis of Spectrometer- location of rays leaving the source. 
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Figure 21. Ray Tracing Analysis of Spectrometer - location of rays passing through the center 
aperture (at the chopper). 
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Figure 22. Ray Tracing Analysis of Spectrometer - location of rays arriving at detector. 
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Figure 23. Photograph of Spectrometer. 
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Figure 24. LabView Simulations of Etalon Set Containing only Thick Etalons. Determination of 
Effective Bandwidth. 

43 



8.98 #526048 Hamblen 

Graph A 

Graph B 

Graph C 

|Algoriihrnj Starting cm"l ^11^3 ^B-W-         
J      & cma^pi *|D IReal Hlalons with 

»Ir?- T\i n'r 50O.0 1000.0 Etalon Basis set 
EüülEH 

|bandcenledHl60.00 

c 
400.0       500.0       600.0       700.0       800.0       900.0       1000.0      1100.0      1200.0      1300.0     1400.0 

etalon spcctrj 

bandaniDllEiröÖ-l 

880        900        920        940        960        980        1000       1020       1040       1060      1080 

input spectrum] 

5.3E-1;- 

4.0E-1- 

3.0E-1- 

2.0E-1- 

1.0E-1- 

0.0E+0-F 

-1.0E-1-U 
858 

-Artificial Band 
Reconstructed Info 

•>r%jr\J\JSj^J\J^ 
880 900 920 940 960 980 1000  1020  1040  1060  1080 

Noise levcu 

940   960 1000  1020  1040   1060  1080 

PlotO 

Plotl 

Plot 2 

PIOI3 

Plot 4 

Plot 5 

Plot 6 

Plot 7 

[Sample selection! 

CArtificial \ 
Band J 

(Sienjl selection! 

f   Band   ~\ 
^Integral J 

STOf^ 

bJ 000 (SB 
1DE11B 5) 

PlotO 

Plotl 

QB3E3II3E] 
mBlE5ll51 

PlotO S 

DEES dB 

total error] 

15.50      I 

50.0- 

40.0 

30.0- 

20.0: 

lO.th. 

0.(h 

Figure 25. LabView Simulations of Etalon Set Containing only Thick Etalons (set T6), showing that 
narrow features are detected, but not in detail. 
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Figure 26. LabView Simulations of Etalon Set Containing only Thick Etalons, showing that narrow 
features are detected anywhere within the bandpass. 
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Figure 27. LabView Simulations of Etalon Set Containing only Thick Etalons, showing that narrow 
features are detected anywhere within the bandpass., and that the bandpass can be located in any 
valid Nyquist zone. 
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Figure 28. LabView Simulations of Etalon Set Containing only Thick Etalons. showing that broad 
features are not detected at all. 
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Figure 29. LabView Simulations of Etalon Set Containing only Thick Etalons, showing that inadequate 
bandwidth increases noise sensitivity. 
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Figure 30. LabView Simulations of Etalon Set Containing only Thick Etalons, showing that center 
frequency of bandpass is important. 
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Figure 31. LabView Simulations of Etalon Set Containing Thinner Etaions (set T5), showing that 
broad features cannot be detected without the thinnest etaions. 
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Figure 32. LabView Simulations of Etalon Set Containing Thinnest Etalons (set T7). showing that 
with (simulated) thin etalons, broad features arc detected well. 
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Figure 33. LabView Simulations of Etalon Set Containing Thinnest Etalons (set T5), showing that 
narrow features can be detected. 
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Figure 34. LabView Simulations of Etalon Set Containing Thinner Etalons (set T7), showing that 
(simulated) thin etalons improve the fit to narrow features. 
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Figure 35. LabView Simulations of Etalon Set Containing only the thin simulated etalons, showing 
the fit to a thin feature. 
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Appendix B: Tables 

Table I - Possible Etalon Sets 
Each Etalon covers a Multiple of 5 channels 

channels/etalon Gap Active 
—  

# of etalons Total Active 
SuperPixels 

Total 
Wasted 

25 -> 22 5 110 18 

20 -> 17 6 102 26 

15 3 12 8 96 32 

10 2 8 12 96 32 

5 2 3 25 75 53 
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TABLE II 

LITHOGRAPHY DESIGN RULES 

Mask Layer Items:      (sequentially, from first drawings to final fabricated device) 
a)    CAD file soft drawing,      b) paper mask (in reversal), 
c)    photomask (reduced size), d) patterned photoresist mask, e) etched film. 

Basic Guides and Limitations (Design Rules) : 

1. Wafer substrate chips (e.g., silicon) must be 11^11 or 17x17 (±0.5) mm2 

2. Photomasks are contact printed at 1:1 into 1.2- m thick photoresist {Shipley 1400-25). 

3. Minimum feature size (MFS) is 5  m.   This is minimum final-dimension width for both etched 

conducting films or gaps between film areas.   This limit is set by trade-offs in laser printer and 

Rayleigh-limit of the lens aperture (f-stop).    Use this as CAD grid size.    Caution, .actual 

microstructures will suffer roughly 50% yield at 5 m, so use 10 m or greater MFS rules for higher 

practical robustness. 

4. All sizes greater than MFS will be only integer multiples of MFS. This is required by laser- 

printer line widths, which are integer multiples (i.e., digital). 

5. Maximum usable area (MUA) for the device and its contact pads is -9x9 mm2. 

6. Put alignment cross hairs into each comer (exactly 8x8 mm2) for printing into resist. 

7. the margins on photomask must have a clear field -14x14 or 20x20 mm2, to allow for visual 

alignment of the mask (-1 mm off-center misalignment of mask and wafer centers). 

8. For multi-layer masks, any critical overlap or gap margins must be a minimum of -25 m (after 

reduction), to allow visual alignment of mask layers and overlap registry. 

9. Photographic masks are reductions of 20:1. Photomasks are Kodak S0343 sheet film, with 

resolution of 1000 lines/mm. Nikon (35-mm roll film) camera and 50-mm lens are used (green 

filter optional). Typically, use four 150-W flood lamps for illumination. 

10. Original paper masks are printed on ///M-öOOdpi laser printer, using special high-gloss and ultra- 

white paper. Add mat-black-paper boarders to give clear-field margins in the photomask (for 

alignment). Note that drawing on paper is 20x larger than final mask. 

Paper masks are drawn with computer CAD (PC or MAC). Check line widths in trial prints of the paper- 
masks using measuring microscope. Lines or edges of shapes that are not horizontal or vertical will be 
drawn by the laser printer as stepped edges and smoothed by diffraction and abberation effects in the 
camera lens. 
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TABLE III 

Etching Procedure for GIF Arrays Using MCNC nitride coated Si Wafers 

I. Prethin MCNC nitride. 

a). Soap clean + Standard RCA clean, leaves stable oxide coating: all in hot 
(~65°C) Ultrasound 5 sec. 5 minute soak, followed by 5 sec ultrasound for each 
of the following steps: 

i) soap 
ii) water 
iii) piranha (4:1 recipe) 
iv) water 
v)SC-l 
vi) water 
vii) SC-2 
viii) water (flush many times) 

b) Coat Backside of wafer with paraffin Wax (90°C on hot plate) 
c) Etch in room T 49% HF for ~1 hour, until pale yellow, goes through 3 cycles 

of blue. 
d) Clean wax (all steps 5 minutes): 

i) acetone at 65CC to remove wax. rinse several times 
ii) IPA to remove acetone residue 
iv) ethanol 
v) dry 
vi) hot piranha (5sec ultrasound. 5 minute soak, 5 sec ultrasound) 
vii) hot DI (5 sec ultrasound. 5 minute soak. 5 sec ultrasound) 
viii) dry 

II. Print Mask 

a) Bake 200°C for 30 minutes 
b) Spin-on resist 
c). Soft bake (1 minute. 90°C) 
d). Align Mask and clamp contact, and expose 20 seconds 
e). Develop 40 seconds in CD30. 
0. Wash 30 seconds in DI 
g). Hard Bake (15 minutes, HOT), and cool 1-2 min. 
h). Etch in 7:1 BOE (5 minutes. 65PC) w/o stirring 
i). Strip and clean 

i) acetone ( room T 1-2 minutes) 
ii) mini- RCA (like RCA above, but room T, 1 minute on all steps) 

(piranha, water. SC-1, water. SC-2, water) 

III. Etch Pit 

a)   30-90 seconds in 90°C KOH (time depends on required depth) 
Repeat step II with next mask. 
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Table VI - Etalon Sizes for Simulations 
Etalon # 0 1 2 3 4 5 6 7 
Actual Size 0.00 4.84 10.00 16.60 21.90 24.15 28.99 33.82 
Target Size 0.00 4.83 9.66 14.49 19.32 24.15 28.99 33.82 

% difference 0.00 -0.21 -3.52 -14.56 -13.35 0.00 0.00 0.00 

Table VII Raw Signals from Bolometer Channels 
Data on GIF's from 5/14/98 

Signals in micro-volts, after G 100 preamp. 
Bias current = 5.6v 

Detector # 
1 2 3 4 5 

none 631.0 710.0 781.0 693.0 560.1 
Broad 37.2 52.9 63.2 55.9 44.2 
Narrow 19.3 27.4 33.1 29.5 23.1 

Bias current = 10.Ov 
Etalon #4 Detector #                                     1 thinnest 

1 2 3 4 5 
none 833.0 981.0 1098.0 971.0 777.0 
Broad 40.0 62.1 73.7 64.1 49.4 
Narrow 20.3 31.7 38.0 33.8 26.4 
Both 17.5 27.0 31.7 28.5 22.3 

Bias current = 10.Ov 
Etalon #5 Detector # 

1 2 3 4 5 
none 815.0 965.0 1070.0 936.0 721.0 
Broad 37.6 58.9 71.0 61.0 45.3 
Narrow 20.7 31.6 36.2 32.1 23.6 
Both 16.0 25.5 30.1 26.8 19.5 
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Table VIII - Signal Correction Factors 
Signal correction factor 

1.24 1.10 1.00          1.13| 1.39! 
1.70 1.19 1.00|         1.13! 1.431 
1.72 1.21 1.00          1.12 1.43J 

Table IX - Corrected Signal 

I 
1 2 3 4 5j 

none 1450.0 1450.0 1450.0J   1450.0 1450.0 

Broad 119.0 119.0 119.0 119.0 119.0 

Narrow 62.3 62.3 62.3|      62.3 62.3 

Bias current = 10.Ov 
Etalon #4 Detector # thinnest 

1 21           3 4 5 

none 1023.6 1085.8 1098.0 1100.0 1079.2 

Broad 68.0 74.0 73.7 73.3 71.0 

Narrow 33.0 39.0 38.01      38.3 37.4 

Both 28.5 33.2 31.7 32.3 31.6 

1 
Bias current = lO.Ov 
Etalon #5 Detector # Thickest 

1 2 3            4 5 

none 1001.5 1068.1 1070.0    1060.3 1001.4 

Broad 63.4 71.0 71.0j      69.1 64.7 
Narrow 34.9 38.1 36.2i      36.3 33.7 

Both 27.0 30.8 30.1       30.3 27.9 

'.™ FOvCf or SC7»:*-:TIFJC ur^i-y.r.H (Arse) 
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